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ABSTRACT

Since 1992, the Spanish and Portuguese-Speaking Working Group of the ISFG (GHEP-ISFG) has been
organizing annual Intercomparison Exercises (IEs) coordinated by the Quality Service at the National
Institute of Toxicology and Forensic Sciences (INTCF) from Madrid, aiming to provide proficiency tests for
forensic DNA laboratories. Each annual exercise comprises a Basic (recently accredited under ISO/IEC
17043: 2010) and an Advanced Level, both including a kinship and a forensic module. Here, we show the
results for both autosomal and sex-chromosomal STRs, and for mitochondrial DNA (mtDNA) in two
samples included in the forensic modules, namely a mixture 2:1 (v/v) saliva/blood (M4) and a mixture 4:1
(v/v) saliva/semen (M8) out of the five items provided in the 2014 GHEP-ISFG IE. Discrepancies, other
than typos or nomenclature errors (over the total allele calls), represented 6.5% (M4) and 4.7% (M8) for
autosomal STRs, 15.4% (M4) and 7.8% (M8) for X-STRs, and 1.2% (M4) and 0.0% (M8) for Y-STRs. Drop-out
and drop-in alleles were the main cause of errors, with laboratories using different criteria regarding
inclusion of minor peaks and stutter bands. Commonly used commercial kits yielded different results for
a micro-variant detected at locus D12S391. In addition, the analysis of electropherograms revealed that
the proportions of the contributors detected in the mixtures varied among the participants. In regards to
mtDNA analysis, besides important discrepancies in reporting heteroplasmies, there was no agreement
for the results of sample M4. Thus, while some laboratories documented a single control region
haplotype, a few reported unexpected profiles (suggesting contamination problems). For M8, most
laboratories detected only the haplotype corresponding to the saliva. Although the GHEP-ISFG has
already a large experience in IEs, the present multi-centric study revealed challenges that still exist
related to DNA mixtures interpretation. Overall, the results emphasize the need for further research and

training actions in order to improve the analysis of mixtures among the forensic practitioners.

© 2016 Elsevier Ireland Ltd. All rights reserved.

1. Introduction

The Spanish and Portuguese Speaking Working Group of the
International Society for Forensic Genetics, namely GHEP-ISFG
(formerly GEP-ISFG; GEP-ISFH) (www.ghep-isfg.org) dates back
its origin to the year 1989, when founder members first met in
New Orleans (USA) during the 13th World Congress of the ISFG
(ISFH at that time) [1]. One of the earliest initiatives of the
representatives at that meeting was the development of a
collaborative Intercomparison Exercise program (IE) to improve
the standardization of theoretical and technical issues, and to
allow the participants to evaluate the quality of their genetic tests
[2]. The first IE took place in 1992; from then onwards it has
occurred annually. Since its beginning, the IE continuously
evolved as new technologies were incorporated into the field,
and the number of GHEP-ISFG members increased. For instance,
before 1995 the number of participants were about twenty, and
the markers reported in those years included the “today
discontinued” SLPs, DQA1 and Polymarker, as well as a few
emergent STR markers [2,3]. To date, there are 171 laboratories
from 23 different countries represented by 354 members of the
GHEP-ISFG (September, 2015). The majority of these laboratories
participate actively in multi-centric scientific activities organized
by the group.

The complexity of the IEs also increased over time. Thus, since
1997, mitochondrial DNA (mtDNA) profiling and the analysis of

forensic samples were included [4-6]. Statistical and interpreta-
tion problems were also addressed in subsequent IEs. Therefore, in
1996 a theoretical module was implemented in the IE in order to
assess the laboratories’ performance in the calculation of likeli-
hood ratios (LR). Subsequently, a forensic theoretical module and a
parentage paper challenge were incorporated in 2007 and 2009,
respectively.

Since the beginning, the IE is coordinated by the Quality
Department at the National Institute of Toxicology and Forensic
Sciences (INTCF in Spanish) in Madrid. Since 2011 the IE comprises
a basic and an advanced level. The “Basic Level” includes a kinship
and a forensic module both comprising a practical and a theoretical
study. The “Advanced Level” includes a kinship module consider-
ing a kinship paper challenge, and a forensic module that includes
both a practical study with samples of increased and diverse
complexity, and a theoretical forensic paper challenge.

The objectives of the GHEP-ISFG and its IEs range from
addressing technical or theoretical difficulties to developing
intercomparison and collaborative exercises for validation of data
and new methodologies, plus dealing with ethics and continuing
education, among others. The results of several collaborative
exercises, as well as different IEs have been published; e.g. [1,3,5-9]
and have greatly contributed not only to the spread of knowledge
but also to encourage many new forensic geneticists from different
countries to become GHEP-ISFG members and to participate in the
activities of the group.
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In the present study we aim to present a detailed analysis of the
results obtained for two forensic samples included in the 2014-IE,
which were discussed during the XIX Annual Meeting on Forensic
Genetics, held in Quito (Ecuador) on September 9-12, 2014. These
two samples consisted of stains with mixtures of different
biological fluids. Autosomal and sex-chromosomal STRs and
mtDNA were analyzed. Here we critically discuss the different
types of errors and evaluation criteria.

2. Materials and methods
2.1. Intercomparison exercise background and samples

The present study focused on two out of five forensic items
delivered as part of the forensic modules of the 2014-IE, namely M4
from the Basic Level, and M8 from the Advanced Level. The
reference samples for comparison with these two items from the
forensic modules were three items delivered as part of the Basic
Level Kinship Practical Study, namely M1, M2 and M3.

The items consisted of: (i) M4: 50 w1 of a mixture 2:1(v/v) of
saliva from a male previously typed for autosomal and
Y-chromosomal STRs, and blood from the female donor of sample
M3, deposited on a napkin; (ii) M8: 50 wl of a mixture 4:1 (v/v) of
saliva from an unknown female, and semen from the male donor of
sample M1, deposited on a piece of T-shirt (Fig. 1).

All items were carefully prepared to avoid contamination by
(i) using sterilized material, (ii) using proper protection in the
preparation of the samples, (iii) preparing all samples separately
both in time and space, and (iv) vortexing the samples in order to
assure homogeneity among the items. The preparation of the
samples was undertaken by qualified personnel at the Quality
Department of the INTCF (Madrid, Spain) as well as conditioning
for shipment, and the delivery of all the items to the participant
laboratories.

Participants had to report the genetic profiles obtained for the
items using the methods regularly employed in their laboratories.
They were asked to determine: (i) if any of the forensic items could
correspond to mixtures of biological fluids; (ii) the number of
possible contributors to each sample; (iii) the nature of the

possible components (“saliva/semen/blood/undetermined”); and
(iv) if any of the donors of the reference samples M1, M2, M3
(mentioned above) could have contributed to their genetic profiles.
Each laboratory uploaded the results and conclusions in an ad hoc
online form, and sent a hard copy of the completed form signed by
the authorized laboratory personnel to the IE coordinators.
Furthermore, it was compulsory to attach copies, either in paper
or electronic format (e.g. electropherograms) of the records upon
which the reported results were based.

Additionally, details on DNA extraction methods (i.e. automat-
ed, manual, total/differential cell lysis, etc.), STR genotyping
methodology (e.g. type of kits, detection methods, etc.), and other
technical features were requested from the participants. Although
this information was not taken into account for grading the
performance of the laboratories, it may be useful for the discussion
and interpretation of the results.

2.2. Criteria for interpretation and grading

The IE coordinator is in charge of the compilation and
evaluation of the results. Occasionally, the coordinator may
contact an expert in order to assist with the analyses and
interpretation of particular aspects of the IE.

A certificate of participation and evaluation of results is issued,
where the performance of the laboratory for the different analyses
is stated. Thus, the results are assigned into different categories
according to pre-established criteria that are stated in the
“Participation Rules”, which can be consulted online at http://
ghep-isfg.org/en/proficiency/participation. Briefly, the results of
the practical exercises of the 2014 IE appeared in the certificates
with the following codes:

e C: It matches with the assigned value (formerly called reference
value) obtained by consensus or with the known value.

e D: Errors in typing, allelic loss or gain, etc.

e N: Discrepancies due to the use of a nomenclature or a format
other than those specified in the instructions.

o T: Transcription errors in completing the form.

e NA: not analyzed.

Fig.1. The forensic samples M4 and M8. M4 was prepared as follows: 50 .l of a mixture 2:1(v/v) of saliva from a male previously typed for autosomal STRs, and blood from the
female donor of sample “M3”, deposited on a napkin. M8 was prepared as follows: 50 .l of a mixture 4:1 (v/v) of saliva from an unknown female, and semen from the male

donor of sample “M1”, deposited on a piece of T-shirt.
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e SR: no assigned value (formerly reference value).

Prior to grading the results the following definitions were
established:

o Assigned value: evaluation will be carried out with regards to
assigned values. These values can be established by consensus
from participants or from known values.

e Consensus values: to agree on a result it requires a minimum
participation of five laboratories and concordance of results of at
least 70% of the participants. It is the experience of the group that
a consensus value does not always reflect a correct result.
Therefore, consensus values are generally discussed within the
GHEP-ISFG framework.

e Known value: value that is known.

For laboratories performing DNA extraction using differential
lysis methods, the online form for the 2014 IE has separate columns
to indicate the total alleles detected and the second (spermatic)
fraction, for each marker analyzed in M4 and MS8. However,
evaluation of results and grading of performance was based only
on the alleles reported for the total lysis.

Regarding mtDNA analysis of mixtures, although results
obtained by the laboratories are reviewed and informed, they
are not included in the certificate.

2.3. Participants

A total of 79 and 57 laboratories from seventeen countries
enrolled for participation in the Basic and the Advanced Levels of
the 2014-IE, respectively, considering the Kinship and the Forensic
modules. Fig. 2 summarizes the number of participants that issued
results for each type of marker for both M4 and M8.

2.4. Markers analyzed

a) Autosomal STRs: Results for at least seven CODIS STRs were
necessary for evaluation of the participation, although labora-
tories were allowed to report results for any other marker used
in their routine work. According to the pre-established criteria,
29 (M4) and 28 (M8) autosomal STRs reached the lower
threshold for the number of reports required for consensus
(Fig. 3). These markers are the ones included in the commonly
used commercial kits —e.g. PowerPlex® 16, PowerPlex®™ ESX17,

72
52
46

Autosomal STRs Y-STRs

PowerPlex®™ 21, PowerPlex® Fusion (Promega Corp., USA),
AmpFLSTR Identifiler and AmpFLSTR Identifiler Plus, AmpFLSTR
NGM (Applied Biosystems, USA), etc-. Less than five laborato-
ries analyzed additional twelve and three markers for M4 and
MS8, respectively.

b) Y-STRs: Most laboratories genotyped the samples using the
AmpFLSTR Y-filer kit (Applied Biosystems, USA). The second
most used commercial kit was the PowerPlex Y23 (Promega
Corp., USA), and only a few laboratories used the PowerPlex Y12
(Promega Corp., USA), or the Investigator Argus Y12 (Qiagen).

c) X-STRs: Eighteen laboratories analyzed the X-STR decaplex

optimized by the GHEP-ISFG [10], and a minor group analyzed

the commercial kit most widely used in forensics, namely

Investigator Argus X12 (Qiagen). These two multiplexes share

four markers.

mtDNA: it was mandatory for the laboratories to report the first

and the second hypervariable regions (HVS-I range 16024-

16365/HVS-II range 73-340). HVS-III (range 380-580) could

also be voluntarily reported, as well as the entire control region.

A total of 26 and 28 laboratories reported results for the M4 and

the M8 sample, respectively. Most reported the sequence range

16024-16365 for the HVS-I and 73-340 for the HVS-II; only a

few laboratories reported the sequence of the full control region

or the HVS-I/II plus the HVS-IIL

[aH
~

3. Results
3.1. Autosomal STRs and amelogenin

Records submitted by participants for autosomal markers and
amelogenin summed-up to 1521 and 1116 genotypings for M4 and
M8, respectively. Classification of these results according to the
above mentioned categories is summarized in Table 1. A
remarkably high percentage of the results (93.1% for M4 and
94.7% for M8) fell in the “C” (correct) category, either by agreement
with the consensus or with a known value. For M4, one laboratory
reported the number of alleles detected in each marker instead of
the allele names. In a preliminary assessment, these results were
assigned to the “D” (discordant) group. However, since the
electropherograms submitted showed concordant results with
the consensus, they were finally included in the “C” group,
considering that this could be due to a misinterpretation of the
required information.

M4
M8
22
13
X-STRs mtDNA

Fig. 2. Laboratories that reported results for M4 and M8.
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Fig. 3. Autosomal STRs and number of laboratories that analyzed each marker for M4 and MS8.

Table 1
Results for M4 and M8 classified into pre-established categories.
Autosomal STRs Y — STRs X — STRs
M4 M8 M4 M8 M4 M8
Category N (%) N (%) N (%) N (%) N (%) N (%)
C 1405 (93.1) 1051 (94.7) 1032 (98.6) 790 (99.9) 192 (84.6) 106 (92.2)
D 98 (6.5) 52 (4.7) 13 (1.2) 0(0.0) 35 (15.4) 9 (7.8)
N+T 6 (0.4) 7 (0.6) 2(0.2) 1(0.1) 0(0.0) 0 (0.0)
Subtotal 1509 1110 1047 791 227 115
SR 12 (0.8) 6 (0.5) 6 (0.6) 3(04) 9(3.8) 34 (22.8)
TOTAL 1521 1116 1053 794 236 149

“C”: Result matches with the assigned value; “D”: Errors in genotyping, allelic loss or gain, etc., “N + T”: Discrepancies due to the use of a nomenclature or a format other than

those specified in the instructions, or to transcription errors in completing the form. “SR”: no assigned value.

Nomenclature errors (category “N”) concerning non-adherence
to the rules for reporting the genotypes were due to: (i) lack of
separator between alleles in heterozygote genotypes, (ii) use of an
incorrect separator (e.g. use of a dash or a comma instead of the
required slash symbol) in heterozygote genotypes, or (iii) double
reporting the unique allele in homozygote genotypes. Cross-
checking the results with the submitted electropherograms
showed that transcription discrepancies (category “T”’) were either
due to typos (e.g. “33.2” transcribed as “33.3”) or to inversion in the
order of markers (i.e. results of one locus transcribed into another
locus and vice versa).

Regarding discordant results (category “D”), a deep scrutiny was
carried out in order to reveal the possible reason for the genotyping
errors. By individually analyzing the records that neither matched
the consensus nor the known values, a number of causes of error
could be identified (Table 2). Due to the different nature of the
mixtures M4 and M8, causes of errors were separated into different

classes. Thus, drop out of the minor component (single allele or
complete genotype) was the main source of error in both samples,
followed by the inability to discriminate stutter peaks from true
alleles.

It is noteworthy that discrepant results for M4 from one
participant laboratory were due to sample mix up (with an
exogenous sample to the IE), since the profile reported —and the
supporting electrophoretic records- were completely different
from the reference profile. Considering that this laboratory
reported results for 20 markers, this sample mix-up accounted
for nearly 20% of the errors in category “D” (20 out of 98; Table 1). If
this error is counted as a single inconsistency (that is, as a single
contamination event) the discrepancies observed in category “D”
would fall-down to 79 (instead of 98), decreasing from 6.5% to 5.2%.
Similarly, one laboratory only reported the profile of the main male
contributor in M8, then concentrating 14 discrepancies in the same
laboratory.
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Table 2

Classification of discrepancies (“D” Category) for M4 for autosomal and sex chromosomal STRs.
Identified cause of discrepancy for M4 Autosomal STRs Y-STRs X-STRs
Single allele drop-out of the minor contributor 37 - -
Peak in stutter position assigned as allele 21 - 13
Sample mix-up (one participant) 20 12 -
Only major contributor genotype detected/assigned 12 - 16
Allele drop-out & allele drop-in at the same marker 2 - -
Allele drop-in 2 - -
Allele of minor contributor in stutter position not assigned 2 - 5
Other 2 1
TOTAL 98 13 35
Number of consensus/known genotypes reported for each type or marker 1509 1047 227

Concerning the number of laboratories that reported incorrect 3.3. X-STRs

results, 46% (n=33) showed discordant results for M4, while 35%
(n=18) reported discordant results for M8. Fig. 4 shows that the
majority of the laboratories reported only one discrepancy, both in
M4 and M8; the two outliers with 20 and 14 discrepancies
correspond to the sample mix up for M4 plus the participant that
detected only the male contributor in M8 mentioned above.

Analyzing the discrepancies by autosomal STR marker, it was
observed for M4 that a considerable proportion (19%) was
concentrated in locus D12S391 (Fig. 5). As discussed below, this
was mainly due to difficulties in assigning microvariant alleles in
the profile of the minor contributor.

3.2. Y-STRs

Only 13 discrepancies were observed in M4, of which 12 were
due to the single sample mix-up event mentioned above in regards
to the autosomal STRs. The remaining discrepancy for M4 was due
to a transcription error in completing the form, and notably no
discrepancies were observed for M8 (Tables 1, 2 and 3).

Number of laboratories

17
8
7
Iz - R
H: H BH : H
1 2 3 4 5 7 10 1

For sample M4, complete loss of the minor component was the
main cause of discrepancy for X-STRs (16/35), followed by the lack
of capacity to discriminate stutter peaks from true alleles (13/35)
(Table 2). The latter was concentrated in two markers, namely
GATA31E08 and DXS6809 (12/35).

The situation was similar for M8, although the proportion of
discrepancies for all the genotypes observed for M8 was roughly
half of that for M4 (7.8% vs. 15.4%) (Table 1).

3.4. Mitochondrial DNA

It is worth mentioning that mtDNA in mixture samples is not
included in the evaluation of the IE. This is owed to the difficulties
in interpreting mixtures from haplotype sequences from both
technical [11] and theoretical [12] points of view.

As expected, the mtDNA results were problematic. For M4, the
consensus haplotype of the blood donor (female reference sample
M3 of this exercise) was 73G-189G-194T-195C-199C-204C-207A-

u M4

M8

14 20

Number of discrepancies

Fig. 4. Number of laboratories with different number of discrepancies (category “D”) for autosomal STRs.
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Fig. 5. Records in category “D” grouped by autosomal STR markers.
Table 3
Classification of discrepancies (“D” Category) for M8 for autosomal and sex chromosomal STRs.
Identified cause of discrepancy for M8 Autosomal STRs Y-STRs X-STRs
Only Male (semen) contributor detected/assigned 15 - 3
Single allele drop-out of the female (saliva) contributor profile 10 - 3
Peak in stutter position assigned as allele 9 - 1
Allele drop-in 9 - 2
Allele drop-out of one allele of the male (semen) contributor 4 - -
Only female (saliva) contributor detected 2 - -
Microvariant next to complete allele of main contributor not assigned 2 - -
Allele of minor contributor in stutter position not assigned 1 - -
TOTAL 52 0 9
Number of consensus/known genotypes reported for each type or marker 1110 791 115

263G-315.1C for the HVS-II and 16223T-16292T for the HVS-I
(then ascribed to haplogroup W3b/W3a1b), and the haplotype of
the saliva donor (unknown man) was 72T-150T-263G-309.1C-
309.2C-315.1C for the HVS-II and 16183del-16298C for the HVS-I
(haplogroup HVO). The expected haplotype pattern for the mixture
M4 should be 72Y-73R-150Y-189R-194Y-195Y-199Y-204Y-207R-
263G-315.1C for the HVS-II and 16183a-16223Y-16292Y-16298Y;
16183a denoting an heteroplasmic-like pattern at this site where
an haplotype with an adenine at this position mixes with another
haplotype with a deletion at the same site; see updated
nomenclature rules in [13]. Only one participant reported this
mixed profile, and therefore, a consensus could not be reached.
Some laboratories reported only one haplotype, or haplotypes
different than expected. In addition, several nomenclature prob-
lems were also common; e.g. heteroplasmies indicated as C/T
instead of Y [13].

For M8, the haplotype from the saliva donor (unknown woman)
was 73G-152C-263G-309.1C-315.1C for the HVS-II and 16126C-
16294T-16304C for the HVS-I, and the haplotype from the semen
donor (male reference sample M1 of this IE) was 263G-315.1C for

the HVS-II and 16129A for the HVS-I. Most laboratories (22 out of
28) detected only the saliva profile. Few laboratories reported
incomplete haplotypes of only one region and one laboratory
detected only the semen profile.

4. Discussion

In this study we analyzed the autosomal, sex-chromosomal and
mtDNA results submitted by the participants of the 2014 GHEP-
ISFG IE for two mixture samples of the Forensic Module of the Basic
and Advanced Level.

Overall, the highest error rates among nuclear markers were
observed for X-STRs (15.4% for M4 and 7.8% for M8), and the lowest
ones were for Y-STRs (1.2% for M4 and 0.0% for MS8), while
autosomal STRs and amelogenin showed intermediate values (6.5%
for M4 and 4.7% for M8).

Most problems associated with X-chromosome markers
occurred at GATA31EO8 and DXS6809. It is noteworthy that the
performance of these two markers in non-mixed samples is
usually correct, but it turns to be challenging in mixtures. The high
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numbers of uninterrupted repeats of the alleles present at these
two loci were responsible for the prominent stutter peaks. Indeed,
all errors detected in these two markers were due to an incorrect
attribution of the stutter peak being a real allele or vice-versa.
Overall, the results suggest that, although these markers are useful
in kinship or individual identification involving unique samples,
special attention should be paid in mixture interpretation because
of stutter ratio variation among alleles with different sequences
and sizes. Furthermore, these kind of discrepancies could be
reduced, at least in part, if laboratories perform their own
validation studies to determine the stutter thresholds for each
kit or group or markers.

With respect to the Y-chromosome markers, it is important to
consider that there was only one male contributor in M4 and in M8.
Therefore, it was expected that neither of these samples should
present the same level of complexity as for autosomal and X-STRs.
This was reflected by a remarkably good performance of the
laboratories for the male lineage markers.

For autosomal STRs, similar proportions for each of the pre-
defined grading categories (“C”, “D”, “T”, “N” and “SR”) were
observed for M4 and M8. It was anticipated that sample M8 would
be more complex than M4. However, comparing the proportion of

records in category “D” for M4 and M8, a slightly lower value was
observed for M8, even counting the sample mix-up event for M4 as
a single record (instead of 20; see above). Also, errors in M8 were
concentrated in a lower fraction of participants than for M4 (35%
vs. 46%, respectively). In addition, 67% of the laboratories (n=38)
that reported incorrect results for M8 (n=12) also reported errors
in M4, which represents 36% of the participants that reported
errors in M4. It could be tentatively argued that this outcome might
be related to a greater proportion of laboratories contributing to
the Forensic Module of the Advanced Level with better expertise
than the proportion of laboratories involved in the Basic Level.
The main causes of inconsistencies at autosomal STRs were due
to drop-out problems —either allelic or genotypic- related to the
minor component of the mixture. Several studies have reported
difficulties in assigning complete genotypes in complex samples
and/or highly unbalanced mixtures (e.g. [14-16]). It is important to
note that items M4 and M8 were prepared in a way to allow easy
detection of both components of the mixtures; this is reflected on
the considerable number of laboratories that reported full
consensus profiles, and the overall high quality of the submitted
electropherograms. Therefore, incorrect results obtained by a few
laboratories can most probably be attributed to a sub-optimum
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Fig. 6. Examples of microvariants in minor contributor not reported at locus D125391 in M4.
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procedure of DNA extraction in mixture samples; however,
although DNA extraction is one of the critical issues that could
influence the quality of the profiles, we cannot be certain about this
because the information needed to evaluate potential problems
related to DNA extraction methods was not available for review
(e.g. quantitation data). Also plausible would be the existence of
some kind of stochastic effects related with the time of arrival of
the samples to the different laboratories, PCR, genotyping kit
employed, etc.

There were some problematic issues regarding microvariants
occurring at autosomal STRs; in particular, in the ability to assign
microvariant alleles of the minor profile, when the microvariants
occurred one or two bases away from the complete allele. This was
particularly evident at D12S391 and FGA loci in M4. Specifically,
the consensus profile at D12S391 in M4 was “17/17.3/18/20”. As an
example, the electropherograms in Fig. 6 indicate that the
electrophoresis resolution was insufficient to allow discrimination
of allele “17.3” from “18”, thus accounting for almost 20% of the
inconsistencies. Interestingly, one participant discussed the allele
“18” discrepancy at D12S391. This laboratory reported that the
analyses of this marker for M4 were carried out using both the
PowerPlex ESX17 (Promega Corp., USA) and the AmpFLSTR NGM
kit (Applied Biosystems USA), and reported that the D12S391
marker was individually analyzed in a single-plex reaction.
Moreover, they created an artificial mixture in proportion 3:1
with “M3” (“17.3/20") and the positive control 007 of the NGM kit
(18/19). This laboratory demonstrated that the “18” allele could be
assigned by the software only when using the Powerplex ESX17 kit.
Besides, some laboratories did not detect allele “19.2” at FGA, for a
consensus profile “19.2/20/23/25” where the alleles “19.2” and
“23” correspond to the minor contributor. However, in most of the
cases, this allele was present under the analytical threshold of the
laboratories and consequently was not reported.

Regarding M8, some particular features emerged from a
detailed inspection of the electropherograms. Although it was

not subject to evaluation, a marked disparity in the proportion
of the major/minor components among the participants was
observed, reflected by the peak heights/areas in the corre-
sponding electropherograms. An illustrative example is shown
in Fig. 7, where the same section of the electropherograms for
the AmpFLSTR Identifiler Kit (Applied Biosystems, USA)
submitted by two laboratories is shown. The X/Y chromosome
peak area ratio in amelogenin might be indicative that
differences could be due to the nature of the biological fluids
in sample M8-saliva and semen 4:1 (v/v)- coupled with the
DNA extraction procedure used by different laboratories. It is
worth mentioning that special care was taken during prepara-
tion of the samples in order to maintain homogeneity as much
as possible among and within the items.

While it is interesting to see the significant variation in
electropherograms between laboratories when analyzing the same
material, one can speculate that similar differences might be
observed within the same laboratory when repeating analyses, and
especially if the samples are re-extracted.

It is also important to note that no peak heights are indicated in
the electropherograms of “Laboratory 1” in Fig. 7, although this is
mandatory for participants. This is not an isolated case; there are
some other laboratories that did not adhere to this requirement.
Finally, the analyses of electropherograms from laboratories
reporting genotyping problems revealed that, in general, most
of the inconsistencies were due to low quality results associated, in
some cases, to manual allele calling.

The 22nd GHEP-ISFG IE on DNA mixtures allowed elaborating
several conclusions. Among nuclear markers, the best performance
was by far for Y-STR typing, while the X-STR markers were the most
problematic. There was a high proportion of consensus results for
autosomal markers. The main errors were due to single and
complete drop-out of minor contributors’ alleles, followed by
difficulties in differentiating stutter peaks from true alleles, and a
low capillary electrophoresis resolution for particular alleles.
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Fig. 7. Examples of different proportions of contributors detected among two participants for M8 (results of the same section of the electropherogram submitted by the two

laboratories are shown, AmpfLSTR Identifiler kit, Applied Biosystems, USA).
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The results of mtDNA analysis were very problematic, in good
agreement with previous exercises out by the GHEP-ISFG on
mtDNA mixtures [11]. Nomenclature problems are common in
these exercises. Some contamination and sample mix-up issues
were also detected in previous editions of the IE and as described in
the literature [6,17,18]. In semen-saliva mixtures, most of the
laboratories were unable to detect the haplotype from the semen.

As in previous editions of the GHEP-ISFG IE, an important effort
is being carried out in order to detect the main difficulties of
laboratories in the analyses of complex samples. This effort could
focus, among others, on the organization of training courses, and
the elaboration of specific documentation by experts; overall a set
of actions aiming to prevent these issues in forensic casework.
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